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Failure rate of miniscrew devices remains relatively high. It is generally accepted
that the biologic adaptation of miniscrew implants is similar to rigid endosseous
implants. However, newer clinical and recent histologic data suggest miniscrew
implants, which are typically 1.5-2 mm in diameter are not rigid and
displacement of miniscrews within the bone is common. The purpose of the
study was to understand the role of device diameter on biologic response of
bone in an environment with and without loading. Our specific aims were to
determine the effect of device diameter on implant rigidity and osseointegration
as measured by histomorphometric measurements. We selected a canine animal
model in which we placed custom machined TiAlloy implants of 1.6,2,3 and 3.75
mm diameter in the maxilla and mandible bilaterally after dental extractions.
Using a split mouth design, implants were inserted and loaded on one side of the
jaw and remained undisturbed (no load) on the opposite side. At 12 weeks postimplant insertion, the animals were sacrificed and tissue including the implants
obtained for histomorphometric analyses. The mean bone remodeling rate
showed a trend for increase with larger diameter implants (range 28.0 to
40.9%/yr). Measurements of bone contact and rigidity are unavailable at this
time.
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Results will be published and 1-2 publications are likely. Results will likely have
far reaching impact in newer extraalveolar implants for orthodontic and
orthopedic applications of skeletal anchorage.

Have the results of this
proposal been presented?
If so, when and where?
If not, are there plans to
do so? If not, why not?

No analytical results have not be presented yet. Preliminary results were
presented at the following meetings below.
Bone Anchors – Can You Hitch Up Your
September 13, 2014
Wagon? COAST/FASEB Meeting, Itasca, IL

To what extent have you
used, or how do you
intend to use, AAOF
funding to further your
career?

Current funding is very scarce, by having the support of the AAOF I can continue
my research on Skeletal Anchorage and is of great benefit to my career and to
the knowledge in orthodontics with translational benefits to our patients.
An abstract is being submitted for the AADR and AAO meetings in 2015.
The data will be used by a MS student and he will defend his thesis in Jan 2015
and submit a publication by March 2015. Data is currently being analyzed.
Another paper on bone contact and rigidity is likely.
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Biologic Innovations in Skeletal Anchors, Angle
Society, Biennial Meeting, Vancouver, BC

Failure rate of miniscrew devices remains relatively high. It is generally accepted that the biologic
adaptation of miniscrew implants is similar to rigid endosseous implants. However, newer clinical and
recent histologic data suggest miniscrew implants, which are typically 1.5-2 mm in diameter are not rigid
and displacement of miniscrews within the bone is common. The purpose of the study was to understand
the role of device diameter on biologic response of bone in an environment with and without loading. Our
specific aim were to determine the effect of device diameter on implant rigidity and osseointegration as
measured by histomorphometric measurements. We selected a canine animal model in which we placed
custom machined TiAlloy implants of 1.6,2,3 and 3.75 mm diameter in the maxilla and mandible bilaterally
after dental extractions. After healing, using a split mouth design, implants were inserted and loaded on
one side of the jaw and heal undisturbed on the opposite side. At 12 weeks post-implant insertion, the
animals were sacrificed and tissue including the implants obtained for histomorphometric analyses. The
mean bone remodeling rate showed a trend for increase with larger diameter implants (range 28.0 to
40.9%/yr). Measurements of bone contact and rigidity are unavailable at this time.

